Objective: Transcatheter aortic valve implantation has become a routine procedure to treat screened inoperable or high-risk patients. In this study, we present the first outcome of echocardiographic midterm using a new second-generation transcatheter aortic valve implantation system, the J-Valve system (Jie Cheng Medical Technologies, Suzhou, China), in patients with aortic stenosis or aortic regurgitation.
Perspective
We present the first midterm outcome obtained using a new second-generation TAVI system, the J-Valve system (Jie Cheng Medical Technologies, Suzhou, China), in high-risk or inoperable patients with AS or AR. The study results have provided strong support for the safety and feasibility of the J-Valve system and provide evidence regarding its excellent performance in terms of enhanced echocardiographic parameters and significant NYHA classification improvement in patients.
See Editorial Commentary page 56.
Since the first transcatheter aortic valve implantation (TAVI) was performed in 2002, the TAVI procedure has been established as a safe and suitable procedure for inoperable or high-risk patients with aortic stenosis (AS) who are not amenable to conventional heart surgeries. 1, 2 In recent years, with the development of several types of second-generation TAVI devices, such as the JenaValve (JenaValve Technology, Inc, Irvine, Calif), the Symetis Acurate (Symetis SA, Ecublens, Switzerland), and the Medtronic Engager (Medtronic Inc, Minneapolis, Minn), TAVI indication has been expanded to inoperable or high-risk patients with aortic regurgitation (AR) but without annular or leaflet calcification. [3] [4] [5] Observational studies have shown that paravalvular leakage of grade 2 or more is a negative predictor for successful long-term outcome in patients undergoing TAVI. 6 The development of the second-generation TAVI valves has improved outcomes related to TAVI-related issues, such as paravalvular leakage, annular rupture, ostial encroachment, and rhythm disorders. The improvement in clinical results and the reduction of the degree of significant paravalvular leakage have been made possible by more accurate anatomic positioning, better anchoring of the prosthesis, and improved delivery systems. The new second-generation JenaValve transapical TAVI system has shown low perioperative and postoperative complications and a convincing midterm performance of the prosthesis. 7 The J-Valve system (Jie Cheng Medical Technologies, Suzhou, China) is another newly developed secondgeneration, self-expandable TAVI device that is designed for transapical implantation. The device consists of a porcine root valve mounted on a low profile self-expanding nitinol stent, featuring 3 U-shaped anatomically oriented ''graspers.'' This design greatly facilitates the accurate positioning of the anatomically oriented device and subsequently ensures the optimal positioning of the valve prosthesis. The device underwent successful animal testing and a first-in-man implantation series for high-risk patients with AS or AR. [8] [9] [10] A study has already shown satisfactory early outcomes in patients with AS or AR at high risk for open surgery using the new J-Valve system.
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MATERIALS AND METHODS Study Design
From July 2014 to June 2015, patients with isolated aortic valve disease who were referred to Fuwai Hospital (Beijing, China) were enrolled in this study. Surgical risk was assessed using the logistic European System for Cardiac Operative Risk Evaluation (euroSCORE) II scale for all patients. The inclusion criteria applied in this study were as follows: (1) patients with symptomatic AS with an aortic valve area of 1.0 cm 2 or less or a mean transvalvular pressure gradient of 40 mm Hg or greater or a peak velocity of 4 m/s or greater or AR (grade III-IV) with or without leaflet calcification; (2) an aortic annulus diameter between 19 and 27 mm as measured on a 3-dimensional computed tomography angiography (CTA) image; (3) New York Heart Association (NYHA) heart function II or greater and a logistic euroSCORE I of 20% or greater; (4) without significant dilation of the ascending aorta or aortic sinus (<43 mm). All patients were enrolled consecutively during the trial. Informed consent was obtained from each patient before inclusion. The hospital ethics committee and the Institutional Review Board granted their approval for this study.
Preprocedural transthoracic echocardiography (TTE), transesophageal echocardiography, and 3-dimensional CTA were used to evaluate the patients. Transesophageal echocardiography and TTE were used to measure heart function and valve pathology, including the effective orifice area, the peak and mean transvalvular pressure gradients, and the regurgitation degree/cause. The aortic annulus diameters, ascending aorta diameter, aortic valve calcification degree, and distance between the valve annular level and the coronary ostia were measured on CTA images in mid-systolic phase. Coronary artery disease also was screened for on the basis of the preoperative CTA image. The distance between the valve annular level and the coronary ostia should be greater than 6 mm.
The end points were based on the Valve Academic Research Consortium II criteria for effectiveness. 12 The primary end point was a combined efficacy end point after 1 year that included all-cause mortality after more than 30 days, failure of current therapy for AS or AR requiring hospitalization for symptoms of valve-related cardiac decompensation, or prosthetic heart valve dysfunction (aortic valve area <1.2 cm 2 and mean aortic valve gradient >20 mm Hg or peak velocity >3 m/s, or moderate or severe prosthetic valve regurgitation). Additional primary end points were transvalvular aortic peak pressure gradient, valve migration or dislocation, and the absence of mechanical coronary obstruction.
Secondary end points were analyzed for safety after 6 and 12 months. These end points included cardiovascular mortality; major stroke; lifethreatening, disabling, or major bleeding, acute kidney injury; myocardial infarction; major vascular complications; prosthetic valve thrombosis; prosthetic valve endocarditis; conduction disturbances and cardiac arrhythmias; a necessity for permanent pacemaker implantation; and the absence of mechanical coronary obstruction. To evaluate clinical improvement, the patients were assessed for dyspnea using the NYHA classification.
Surgical Technique
The J-Valve system comprises a porcine aortic valve attached to a nitinol stent with 3 U-shaped graspers encircling the valve stent. Before deployment, the fully released graspers can serve as an anatomically oriented device to achieve ''self-positioning'' of the valve stent. A 27F delivery catheter (Ausper-AS system, JC Medical Technologies, Suzhou, China) is used during the 2-stage deployment procedure. The flexible tip of the delivery system can be reshaped before the surgery to achieve better angulation between the left ventricular outflow tract and the aortic annulus. With the anchoring mechanism, the prosthesis is partially retrievable and repositionable, thus enabling a balloon redilatation to be performed if necessary (Figure 1 ).
Four sizes of manufactured prosthesis are available (21, 23, 25, and 27 mm), which can be implanted in aortic annuli ranging from 19 to 27 mm. Following the manufacturer's recommendations, 21-, 23-, 25-, and 27-mm prostheses were used for patients with aortic annuli from 19 to 20.9 mm, 21 to 22.9 mm, 23 to 24.9 mm, and 25 to 27 mm, respectively. Slightly oversized (10%) devices, based on the same strategy, were selected for patients with AR. The appropriate size was selected according to preoperative analysis of the CTA perimeter-derived aortic annulus diameter.
Abbreviations and Acronyms
Transapical implantation of the J-Valve prosthesis was performed under general anesthesia by an interdisciplinary heart team in a hybrid operation room. The implantation procedure was previously reported by Cheng and colleagues.
10 Video 1 and Figures 2 and 3 show the same procedure. The coronary blood flow, paravalvular and central regurgitation, transvalvular pressure gradients, and effective valve opening area were controlled by fluoroscopy and echocardiography after all 3 steps. Re-balloon valvuloplasty of the J-Valve system was performed when elevated transvalvular gradients, significant paravalvular leakage, or incomplete opening of the device was observed. The delivery catheter was removed, and ventricular hemostasis was achieved using the purse-string sutures. After insertion of the chest tube, surgical closure of the thoracotomy was performed.
Data Collection and Statistical Analysis
Patients underwent follow-up examinations including TTE, CTA, electrocardiogram, and NYHA functional class status at the time of hospital discharge, at 30 days, and at 6 and 12 months. Most of the TTEs were performed in-hospital by the same cardiologist following a prespecified examination protocol to ensure comparability. All-cause and cardiovascular mortality were documented during hospitalization and follow-up visits. Other complications, such as procedure failure, paravalvular leakage, conduction block, and cerebral vascular event, were recorded during follow-up.
Continuous variables are presented as the means and standard deviations. Categoric variables were assessed as raw counts and percentages. The Wilcoxon matched-pairs signed-rank test was used for comparison of the preoperative and postoperative measurements. Echocardiographic data are presented as medians and interquartile ranges (IQRs). Statistical analyses were performed using statistical analysis software (SPSS version 22.0, IBM, New York, NY). Data were regularly checked for completeness and correctness and were monitored by an independent clinical research organization.
Ethical Considerations
The study was approved by the local ethical committee in accordance with the principles of the Declaration of Helsinki. All authors had access to the complete dataset and take responsibility for its integrity. All authors have read and agreed to the article as written.
RESULTS
Patient Demographics and Characteristics
Between July 2014 and June 2015, a total of 21 patients received transapical TAVI using the J-Valve in Fuwai Hospital. Among them, 17 patients had severe symptomatic AS; the remaining 4 patients had pure or dominant AR. The mean age of the patients was 75.52 AE 5.22 years, and 66.7% (n ¼ 15) of the patients were female. The euroSCORE II score was 11.33 AE 1.28, the mean logistic euroSCORE I was 31.13% AE 9.68% in the study cohort, and the mean Society of Thoracic Surgeons-predicted risk of mortality was 12.23% AE 3.90%. Nine patients (42.9%) had coronary heart disease; among them, 1 underwent CABG and 1 had previously received a percutaneous coronary intervention. The majority of the patients (90.5%) presented with NYHA functional class III/IV. The demographic and baseline characteristics of the patients, including comorbidities, are listed in Table 1 .
Preoperative Echocardiographic Results (n ¼ 21)
The median preoperative left ventricular ejection fractions (LVEFs) of patients with AS and AR were 65.6% (IQR, 52.15-69.05) and 64.3% (IQR, 59.75-68.25), respectively, and the median aortic annulus diameters were 21 mm (IQR, 20-23.5) and 24. because of malposition of the graspers. Six 21-mm, six 23-mm, five 25-mm, and four 27-mm J-Valve prostheses were used. Of these, three 27-mm and 25-mm J-Valves were implanted in the patients with AR. Conduction disturbances and arrhythmias were observed in 1 patient (4.8%) with atrioventricular block grade III. Permanent pacemaker implantation was performed only in this patient (n ¼ 1; 4.8%). Mean intensive care unit stay was 2.05 AE 1.75 days. Postoperative echocardiographic follow-up was accomplished before discharge and showed a median LVEF of 62% (IQR, 59.6-72.9) and a median transvalvular aortic mean pressure gradient of 12 mm Hg (IQR, 9-17). Mild paravalvular leakage was observed in 10 patients (53.6%), and 9 patients (47.4%) showed no paravalvular leakage. No moderate or severe paravalvular leakage was observed (n ¼ 0; 0.00%). Major bleeding requiring surgical revision occurred in 1 patient (4.8%). No other major complications, including coronary obstruction, valvular FIGURE 2. Surgical views of the procedure. A, Transapical access is gained via a left lateral minithoracotomy in the fifth or sixth intercostal space. B, Multiple pledged purse-string sutures are placed in the apex of the heart. C, The delivery system is bluntly inserted into the left ventricle. D, The delivery catheter is removed, and ventricular hemostasis is achieved using the purse-string sutures. E, Surgical closure of the thoracotomy. thrombosis, perioperative myocardial infarction, and perioperative stroke, were found during hospitalization among the study cohort. No major vascular complications were observed (Table 3) .
Thirty-day mortality was 4.8% (n ¼ 1); the cause of death was a sudden malignant arrhythmia and cardiac failure. No patients died intraoperatively.
Echocardiographic Characteristics After 6 and 12 Months (n ¼ 18)
Echocardiographic examination was performed at 1 year for primary end points in 18 patients (85.7%); 1 case of death (4.8%) and 2 cases (9.5%) of conversion to surgery were excluded from the original cohort. No additional mortality occurred during the follow-up.
Median transvalvular aortic mean pressure gradient in patients with AS was 15 (Table 4, Figures 4-7) .
Clinical End Points
The combined primary efficacy end points after 12 months included all-cause mortality after more than 30 days and failure of current therapy for AS or AR requiring hospitalization for symptoms of valve-related cardiac decompensation. At the 12-month follow-up, there were no cases of death after more than 30 days and no cases of rehospitalization due to valve dysfunction. However, 17 (81.0) Coronary artery disease (n, %) 9 (42.9) Angina (n, %) 9 (42.9) Previous CABG (n, %) 1 (4.8) Previous PCI (n, %) 1 (4.8) NYHA functional class III/IV (n, %) 19 (90.5) Previous pacemaker (n, %) criteria for the combined efficacy end point after 1 year were met in 5 patients who had transvalvular mean gradients greater than 20 mm Hg. None of these patients reported any discomfort, and all refused hospitalization for further aggressive therapy. In addition, all 18 patients who finished 1-year follow-up reported improvement in NYHA classifications; among them, 15 patients (83.3%) reported an improvement of at least 2 NYHA classes and the remaining 3 patients (17.7%) reported an improvement of 1 NYHA class. No patients reported a deterioration of the dyspnea. Preoperatively, most patients were considered NYHA class III, and most were considered class II after the operation (Table 5 , Figure 7) . At the end of the 12-month follow-up, 1 patient (5.6%) reported a stroke that required hospitalization. No cases of major vascular complications, prosthetic valve thrombosis, myocardial infarction, or clinically significant valve migration or dislocation were observed after 6 and 12 months. The combined ratio of successful implantation and absence of adverse events in our cohort (n ¼ 21) was 76.19%.
DISCUSSION
In this study, we present the first midterm outcomes of patients with AS or AR using the J-Valve system in Fuwai Hospital. The results obtained confirm the safety and feasibility of the prosthesis at 1 year, considering the satisfactory early results published.
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The procedure success ratios for patients with AS and AR were 88.2% and 100%, respectively, probably due to the design concept of these anatomically oriented devices, which featured 3 U-shaped ''graspers'' encircling the valve frame. The surgeons obtained direct tactile feedback by pulling over these devices during deployment to actively determine the correct position for the valve prosthesis; this tremendously simplified the procedure and minimized the risk of prosthesis malposition, embolization, and coronary ostial obstruction. Other types of second-generation prostheses, such as the JenaValve and Medtronic Engager valves, showed similar results. 3, [13] [14] [15] The study showed a more favorable outcome for patients with noncalcified AR due to the extra-axial fixation force provided by the clip-fixation between the valve stent and the anatomically oriented device. 3, 5, 8, 9 It was reported recently that the learning curve for transapical TAVR was 30 to 45 cases with a device success of 90%, and technical efficiency was achieved without compromising patient safety. For these first 21 cases in our center, the successful implantation rate was 90.5%, thus providing satisfactory patient safety. 16 Furthermore, more than mild paravalvular leakage was 100% absent in those with AS and those with AR, and no patient reported significant postprocedural AR in our cohort. The risk for permanent pacemaker implantation was lower (4.8%) than that obtained using the JenaValve (6.4%-9.1%) 3,13,14 because of the reduced radial forces in the aortic annulus, which were facilitated by the low stent profile design and the leaflet clip mechanism.
The 30-day mortality and 1-year all-cause mortality were both 4.8% and were lower than corresponding values for patients undergoing transapical TAVI with the second-generation devices Engager (Medtronic), JenaValve, and Symetics (Acurate) (26.1%, 32.1%, and 12.4% at 1 year, respectively). 17 This favorable result should be interpreted cautiously because of the limited statistical power provided by the small sample size of 21 patients.
The echocardiographic follow-up regarding parameters, including the transvalvular mean gradient, effective valve area, and LVEF, showed excellent midterm results (Figures  4-7 7 given the inferior preoperative echocardiographic results.
Study Limitations
The main limitation of this study was the limited number of patients; thus, the confirmation of the safety and validity of the prosthesis was less powerful. In addition, there was an initial learning curve period, during which the results could have been affected. Although our experience and midterm outcome were promising, larger prospective studies with longer follow-ups are necessary to fully evaluate the safety and efficacy of the J-Valve system.
CONCLUSIONS
In these first midterm results reported for the secondgeneration transapical TAVI system, the J-Valve system showed excellent performance regarding echocardiographic parameters including transvalvular gradient, paravalvular regurgitation, and effective aortic valve area after a 12-month follow-up. Moreover, the postoperative NYHA classification showed significant clinical improvement over the preoperative scores, and the secondary safety end points also returned favorable results. Thus, this study provides strong evidence for the safety and efficacy of the J-Valve system, which supplement the previously published positive early results. Further studies with larger numbers of patients are warranted to confirm these results. Categoric variables are presented as raw numbers and percentages. NYHA, New York Heart Association.
